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(commercially prepared), and shipment
of lactophenol cotton blue when pre-
pared or opened for intended reactivity
with a control organism(s).

(b) For antifungal susceptibility
tests, the laboratory must check each
batch of media and each lot number
and shipment of antifungal agent(s) be-
fore, or concurrent with, initial use,
using an appropriate control orga-
nism(s).

(1) The laboratory must establish
limits for acceptable control results.

(2) Each day tests are performed, the
laboratory must use the appropriate
control organism(s) to check the proce-
dure.

(3) The results for the control orga-
nism(s) must be within established lim-
its before reporting patient results.

(c) The laboratory must document all
control procedures performed, as speci-
fied in this section.

§493.1264 Standard: Parasitology.

(a) The laboratory must have avail-
able a reference collection of slides or
photographs and, if available, gross
specimens for identification of
parasites and use these references in
the laboratory for appropriate com-
parison with diagnostic specimens.

(b) The laboratory must calibrate
and use the calibrated ocular microm-
eter for determining the size of ova and
parasites, if size is a critical param-
eter.

(c) Each month of use, the laboratory
must check permanent stains using a
fecal sample control material that will
demonstrate staining characteristics.

(d) The laboratory must document all
control procedures performed, as speci-
fied in this section.

§493.1265 Standard: Virology.

(a) When using cell culture to isolate
or identify viruses, the laboratory
must simultaneously incubate a cell
substrate control or uninoculated cells
as a negative control material.

(b) The laboratory must document all
control procedures performed, as speci-
fied in this section.

§493.1267 Standard: Routine chem-
istry.
For blood gas analyses, the labora-
tory must perform the following:

42 CFR Ch. IV (10-1-10 Edition)

(a) Calibrate or verify calibration ac-
cording to the manufacturer’s speci-
fications and with at least the fre-
quency recommended by the manufac-
turer.

(b) Test one sample of control mate-
rial each 8 hours of testing using a
combination of control materials that
include both low and high values on
each day of testing.

(c) Test one sample of control mate-
rial each time specimens are tested un-
less automated instrumentation inter-
nally verifies calibration at least every
30 minutes.

(d) Document all control procedures
performed, as specified in this section.

§493.1269 Standard: Hematology.

(a) For manual cell counts performed
using a hemocytometer—

(1) One control material must be
tested each 8 hours of operation; and

(2) Patient specimens and control
materials must be tested in duplicate.

(b) For all nonmanual coagulation
test systems, the laboratory must in-
clude two levels of control material
each 8 hours of operation and each
time a reagent is changed.

(c) For manual coagulation tests—

(1) Each individual performing tests
must test two levels of control mate-
rials before testing patient samples and
each time a reagent is changed; and

(2) Patient specimens and control
materials must be tested in duplicate.

(d) The laboratory must document all
control procedures performed, as speci-
fied in this section.

§493.1271 Standard:
Immunohematology.

(a) Patient testing. (1) The laboratory
must perform ABO grouping, D(Rho)
typing, unexpected antibody detection,
antibody identification, and compat-
ibility testing by following the manu-
facturer’s instructions, if provided, and
as applicable, 21 CFR 606.151(a) through
(e).

(2) The laboratory must determine
ABO group by concurrently testing un-
known red cells with, at a minimum,
anti-A and anti-B grouping reagents.
For confirmation of ABO group, the
unknown serum must be tested with
known Al and B red cells.
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